in particular of molars is difficult to predict because of the resorption, shape, dimension and position of the root apex are often continuously altered. This is the reason that makes it difficult to determine the exact location of the actual apex. To minimize periapical injury and possible damage to the succedaneous tooth, the root length should be carefully determined without exceeding the apex. 3 Radiographic method described by Ingle is one of the most common and reliable method used in determining the working length, however accuracy is difficult to achieve. In this technique because of apical constriction which cannot be identified and the variables variation in techniques, angulations and exposure distort the image and lead to error. In addition, there is radiation hazard both to the patient and dental personnel. Biased radiographic interpretation may lead to errors. 4 The purpose of the present study was to compare the working length determined by Apex locator with that of conventional radiographic method for accuracy.
MATERIALS AND METHOD
This invivo study was conducted on 30 primary teeth which were indicated for pulpectomy in the Measurements were subjected to statistical analysis using ANOVA.
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DISCUSSION
The establishment of the apical limit of canal preparation is an important phase of root canal treatment. It is generally accepted that canal preparation and filling should be limited within the root canal. 6 Thus accurate determination of the root canal working length is one of the most important step in endodontic therapy.
Conventional radiographs are needed before, during and immediately after endodontic treatment and then periodically to evaluate the success or failure of the therapy. Therefore repeated exposure to dosage of radiations is required. Numerous animal and human investigations have studied the adverse effects of radiation on those areas in the path of ionizing radiation. These areas include the oral tissue, perioral tissues, head and neck region and human embryos and fetuses in pregnant women. 7 Conventional radiography as a method of determining the working length has short comings Total 90 canals (30 teeth) measurements were taken in this study. Mean of apex locator is 11.79, conventional radiograph is 11.76. Table 1 shows the descriptive statistics of root canal lengths (mm) of the total sample. A total of 90 root canals from 30 teeth selected were measured. The mean working length was 11.79 and 11.76 with electronic apex locator and conventional radiograph respectively. Table 2 shows the sum of squares between groups as 2.585, within group as 761.367, degree of freedom (df) between group as 2 and within group as 267. There was no significant difference in the mean root canal length measurements between the two techniques (P>0.05). 
RESULTS

Proximity Matrix
Matrix File Input Apex Locator Conventional Radiograph
Apex Locator .000 6.000 Conventional Radiograph 6.000 .0000
In table 3It was observed that the distance between Apex locator and Conventional Radiograph is low.
Root length determination in primary teeth using Apex Locator Neena, et, al. in that it depends on the child's co-operation as well as the operator's proficiency. In addition to this, minor degrees of resorption may not be visible, and overlapping by adjacent anatomical structures can obscure the clarity of the image. 8 The other important problem associated with intra oral periapical radiograph is positioning of the film inside the mouth. Error in placement of film and x-ray cone was eliminated by the design of the positioning apparatus, which allowed the fixation of the x-ray cone and reproducible placements of the experimental films and sensor. 9 The other problem associated with intra oral periapical radiograph is developing, fixing, drying and storage of the film.
The above problems associated with conventional radiograph were overcome with the introduction of intra oral digital radiograph. A number of fundamental issues need to be resolved before digital radiology can be fully incorporated into clinical practice (Van Der Stelt 1995). The radiological diagnostic techniques used in the present study were chosen to reflect current interest in comparing the performances of digital and conventional radiology and assessing their applicability to root canal measurements. 4 The first generation apex locators used the resistance method and measured opposition to the flow of direct current. In this pain was felt due to high current in the original machine. Second generation apex locators, also known as Impedance apex locators, measures opposition to the flow of alternating current or impedance. Major disadvantage is that the canal has to be reasonably free of electro conductive materials to obtain accurate readings. Third generation apex locators are based on Frequency dependence. Disadvantage is sensitive to canal fluid level and needs fully charged battery. Dual frequency alternating current signals are utilized to perform measurements automatically with no calibrations required and can be used in wet and dry environment.
In the present study fifth generation apex locator was used which works on dual frequency type and considered best in any root canal condition. It provides the reader with a digital read out, graphic illustration and an audible signal.
Main advantages of Apex locators are that these measure the root canal length to apical foramen, not to the radiographic apex. Easy and fast to operate, giving good accuracy. Artificial perforations can be recognized and radiation to the patient can be reduced. 12 It is also emphasized that the use of apex locator alone without the preoperative and postoperative radiograph is not a recommended practice due to the large variation in the tooth morphology and medico legal record keeping requirements. 13 In the present study 30 primary teeth were taken which would give a statistical significant result and patients selected were in the age group of 5-11 years since they would be having 2/3 rd of the root length. Files selected to measure working length were in the range of 15-20 similar to the study conducted by Ssu-Kuang Chen et al where they have used files of 15-20 size. This is because the tips of the No 10K files were not identifiable because they were less than the 120micron meter required.
A study by Velders et al showed that a size # 15 should be the threshold file size for length measurements and concluded that lengths of size 25 and 20 file in digital images were comparable with the lengths on the conventional film. Another study using density profile plot analysis for digital images noted that file lengths decreased perceptibility with sizes # 15 and #10 therefore a size 20 file was chosen for radiographic length determination of true canal length in this study. 14 Various studies have been carried out where there have been numerous technique employed in working length determination including radiography, apex locator, tactile perception, average tooth length and paper points, but reliability and reproducibility of conventional films have made them gold standard by which all imaging systems are compared. 15 In the present study although there was no significant difference in the mean root length measurements from the three techniques, it was observed that apex locator yields similar measurements to conventional radiograph. In the present study D-Speed film was used for conventional radiographic method. Another study conducted using D and F Speed intraoral radiographs and digital and enhanced digital radiographic images for endodontic file length determination showed no significant difference among the four image types. 9 Hence the results coincide with our study in use of film speed and accuracy in working length determination. From the results obtained we can conclude that apex locator method of determining the root canal length in primary teeth can be considered reliable and safe in endodontic treatment of children.
CONCLUSION
The following conclusions were drawn from the present study: Apex locator is comparable to conventional radiograph in determining the working length without radiation in the primary teeth. Hence this technique can be safely used as an alternate to conventional radiographic method in determining working length in primary teeth.
